Nickel allergy induced systemic reaction to an intracardiac amplatzer device.
Nickel hypersensitivity is reported in about 10-15% of the general population and manifests mainly with dermatological signs. Chest discomfort, palpitations, signs and symptoms of pericarditis, and migraine are symptoms reported in rare cases of nickel hypersensitivity after implantation of a cardiac device made of nickel. We present the case of a patient with a nickel allergy from an Amplatzer device in which the removal of the device produced resolution of the symptoms.